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The phase-shifting point diffraction interferometer~PS/PDI! has recently been developed to address
the problem of at-wavelength metrology of extreme ultraviolet~EUV! optical systems. Although
extremely accurate, the fact that the PS/PDI is limited to use with coherent EUV sources, such as
undulator radiation, is a drawback for its widespread use. An alternative to the PS/PDI, with relaxed
coherence requirements, is lateral shearing interferometry~LSI!. Here we describe various LSI
implementations and demonstrate the use of a cross-grating, carrier-frequency configuration to
characterize a large-field 43-reduction EUV lithography optic. The results obtained are directly
compared with PS/PDI measurements. ©2000 American Vacuum Society.
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I. INTRODUCTION

The recent development of extreme ultraviolet~EUV! op-
tics for use in next-generation lithography systems has le
several advancements in EUV interferometry.1–4 With a
demonstrated reference-wave front accuracy of better
lEUV/350 ~0.04 nm atlEUV513.4 nm),5 the phase-shifting
point diffraction interferometer~PS/PDI!4–6 is, to the best of
our knowledge, the highest accuracy EUV interferome
available. The PS/PDI has the drawback, however, of be
limited to use with highly coherent EUV sources such
undulator radiation.7

An alternative to the PS/PDI, with relaxed coherence
quirements, is the lateral shearing interferometer~LSI!.8–12

The Ronchi interferometer8 is perhaps the simplest realiza
tion of the LSI. Although not yet fully characterized for a
curacy at EUV, this type of interferometer has previou
been used for at-wavelength characterization of E
optics.1–3 More recently, a cross-grating, carrier-frequen
implementation of the Ronchi interferometer has been u
in the characterization of an EUV Schwarzschild objective13

Direct comparison of this LSI to the PS/PDI has demo
strated a root mean square~rms! measurement agreement
;lEUV/71.13

Here we describe the use of the cross-grating, carr
frequency LSI for testing a lithographic four-mirror EU
optical system. The tests were performed in the same exp
mental chamber that houses the new EUV PS/PDI14,15 de-
signed to test commercial-scale large-field EUV optics. T
LSI results are directly compared to PS/PDI measurem
performed on the same optic. Furthermore, we propose
enhanced LSI configuration that overcomes some of the l
tations of the carrier-frequency implementation used her

a!Electronic mail: pnaulleau@lbl.gov
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II. CROSS-GRATING, CARRIER FREQUENCY
LATERAL SHEARING INTERFEROMETER

In the LSI, the test wave front of interest is ideally com
pared to a single sheared version of itself rather than be
compared to a well-defined reference, as is the case in
PS/PDI. The phase directly recovered from the recorded
terferogram thus approximates the derivative of the unde
ing wave front in the direction of the shear. The underlyi
test-beam wave front can be recovered from the recor
wave front derivative through, for example, an integrati
process. To unambiguously reconstruct a wave front with
rotational symmetry, two nonparallel derivative measu
ments are required.

When implementing a LSI at EUV it is convenient to u
diffractive elements to produce the shear. Furthermore,
efficiency purposes, it is beneficial to limit the number
optical elements used. As first proposed by Ronchi,8 one of
the simplest LSIs meeting these criteria is a single transm
sion grating placed near the test-optic focus. When usin
simple grating, performing two~typically orthogonal! deriva-
tive measurements requires rotating or replacing the gra
between measurements. This could be particularly trou
some for high accuracy~better thanlEUV/100) EUV appli-
cations due to the tight tolerances required of the grat
longitudinal plane coincidence~better than 0.1mm!. As
known for many years, however, this problem can be ov
come by using a cross grating11,12 which provides the two
orthogonal shears simultaneously.

Another complication with the simple grating impleme
tation, especially when square-wave Ronchi rulings are u
is multiple- ~more than two! beam interference causing con
fusion in the data analysis process. The multiple-beam in
ference problem has been addressed in various ways.11,16–18

One solution is to use double-frequency gratings where o
the first diffracted orders of the two constituent gratin
29390Õ18„6…Õ2939Õ5Õ$17.00 ©2000 American Vacuum Society
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overlap.11 This method, however, is not well suited to EU
interferometry due to the difficulty in fabricating the dua
high-frequency gratings. Achieving full order separati
when testing an EUV optic (l513.4 nm) with a moderate
numerical aperture~NA! of 0.1 would require a grating pitch
of 67 nm with accuracy to a small fraction of that pitch.

Another solution to the multiple-beam interference pro
lem is ac heterodyning.16 This method was used in earlie
implementations of the EUV LSI.1,3 In this case, the grating
is translated laterally, orthogonal to the grating lines, prod
ing temporal modulation of the intensity at each pixel at
detector. Temporal filtering is used to eliminate higher-or
interference terms. Achieving high accuracy with th
method when square-wave gratings are used, and h
square-wave temporal modulation is produced, require
large number of samples to be recorded with very accu
grating translation. Because EUV systems are typically l
ited to using square-wave~binary! gratings due to fabrication
issues, this method does not provide a time-efficient solut

A third solution to the overlap problem is the singl
sideband method17 in which the grating is placed betwee
the test optic and its focal plane and a focal-plane spa
filter is used. Assuming that the grating-induced beam se
ration in the image plane is large relative to the image s
the spatial filter can be used to directly eliminate all but t
orders produced by the grating. The potential complicat
involved in aligning the focal-plane spatial filter to th
beams, however, is a drawback of this method.

More recently, a variant of the single-sideband method
which no physical spatial filter is used, has been imp
mented at EUV.13 In this case a numerical spatial filter
used after detection of the fringe pattern. This method re
on the fact that the higher-order shear terms produce
monics of the fundamental fringe frequency. Extracting
fundamental from the recorded square-wave fringe pat
using a digital spatial filter eliminates these higher-ord
shear terms. Unlike the original single-sideband method,
digital-sidebandmethod cannot distinguish between the tw
first-order terms that interfere with the zero-order term. T
means that the reconstructed wave front will actually be
average of two laterally displaced derivative measureme
Experiments have shown this to be of minimal concern wh
small shears are used and high-quality optics are tested13

The interferograms produced with the digital-sideba
method can be analyzed using standard static-fringe ana
techniques. Noting that the Fourier transform fringe analy
method19 inherently involves a numerical band-pass filter,
is well suited to this process. The Fourier transform meth
does, however, require the spatial fringe modulation ba
width to be much smaller than the fundamental carrier f
quency. This places practical limits on the aberration mag
tudes that can be accurately measured. In practice, this
minimal concern for the high-quality optical systems of i
terest here.

The digital-sideband method is equally well implement
with cross gratings. In this case the recorded interferogra
J. Vac. Sci. Technol. B, Vol. 18, No. 6, Nov ÕDec 2000
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analyzed twice using two different Fourier-domain filters
reconstruct the two orthogonal derivative wave fronts.

III. DUAL-DOMAIN IMPLEMENTATION

In practice, it is difficult to strictly meet the bandwidt
criterion described above that requires the spatial frin
modulation bandwidth to be much smaller than the fun
mental carrier frequency. Failure to meet this criterion cau
light from adjacent orders to spill into the signal band
interest, corrupting the measurement. This problem has
cently been addressed in the PS/PDI through the deve
ment of a dual-domain data collection and analy
technique.20 The method relies on collecting a temporal
modulated series of carrier-frequency interferograms. T
method is essentially a three-tiered filtering system co
posed of low-pass spatial filtering the test-beam electric fie
band-pass spatial filtering the individual interferogram ir
diance frames of a phase-shifting series, and band pass
poral filtering the phase-shifting series as a whole. The fi
step is physical and is achieved by way of focal-plane w
dows, whereas the last two steps are implemented num
cally. The dual-domain technique is a combination of t
ac-heterodyne and single-sideband methods described ab
This method exchanges speed for noise suppression ch
teristics. As with the original single-sideband method, t
dual-domain technique eliminates ambiguities caused
both first-order terms interfering with the zero-order term

The dual-domain method is best described in the Fou
domain. We assume the detector to be in the far field of
focal plane; thus, spatial frequencies at the detector
equivalent to lateral displacements in the focal plane:f x

'x/(lz), wheref x is spatial frequency in the detector plan
x is lateral displacement in the focal plane,z is the distance
between the focal and detector planes, andl is the illumina-
tion wavelength. In the dual-domain method, a spatial fil
comprised of two windows centered, respectively, on t
diffracted orders of the grating is placed in the focal plan
The window widths are chosen small enough to prev
spatial-frequency crosstalk between adjacent orders in
recorded interferogram. This differs from the original sing
sideband method, which typically uses a single image-pl
window to pass both orders.

Noting that the recorded interferogram is simply t
modulus squared of the Fourier transform of the focal-pla
field distribution, the autocorrelation theorem can be used
find the spatial-spectrum limits of the recorded interfe
gram. Figure 1~a! depicts the limits of the detector-plane
field spectral content in one dimension as set by the ima
plane spatial filter~windows! and Fig. 1~b! shows the
autocorrelation of the field spectrum or the recorded inten
spectrum. The central peak is thezero-order term: this is
essentially the irradiance of the light passing through
windows. The two off-axis components are the positive- a
negative-first-order terms that arise from the interference
tween the sheared beams. To prevent overlap between
cent orders, the window separation, and hence focal-p
beam separation, is required to be at least twice the wind
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width. This separation differs from the PS/PDI dual-doma
case in which the beam separation is only required to be
the window width.20 The difference comes from the fact th
in the PS/PDI the reference-beam spectrum is essentia
delta function, whereas in the LSI, the reference is a cop
the test beam.

Another advantage of the dual-domain method is that
physically filtering in the focal plane, limitations imposed b
the Talbot effect21 are eliminated. The Talbot effect restric
the selection of the grating longitudinal position to a discr
set of planes; this in turn limits the choice of the spati
carrier frequency in the recorded interferogram. We note
this advantage is also achieved using the above mentio
single-sideband method. As with the single-sideba
method, however, the dual-domain method involves a m
complicated alignment procedure than does the digi
sideband method.

IV. EXPERIMENTAL RESULTS

The digital-sideband LSI described above has been im
mented at EUV to characterize a lithographic four-mirr
EUV optical system operating at a wavelength of 13.4
and a NA of 0.1 providing approximately 100 nm
resolution.22 The interferometry was performed using an u
dulator beamline7 at the Advanced Light Source synchrotro
radiation facility at Lawrence Berkeley National Laborator
Due to the coherence properties of the undulator beam
light,7 the LSI has been demonstrated with coherent illum
nation. The spherical nature of the illumination is guarante
by way of a ;250 nm pinhole spatial filter placed in th
object plane ~the same configuration as used for t
PS/PDI!.15 The tests were performed at the optic operatio
wavelength of 13.4 nm with a spectral resolution,l/Dl, of
approximately 350.

The LSI wave front measurements were compared to
PDI results obtained from the same optic in the same exp

FIG. 1. ~a! Limits of the detector-plane-field spectral content in one dim
sion as set by the image-plane spatial filter.~b! Spatial-spectrum limits of
the recorded interferogram. By way of the autocorrelation theorem th
the autocorrelation of the detector-plane field spectrum.
JVST B - Microelectronics and Nanometer Structures
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mental chamber. Figure 2 shows the configurations for b
the LSI and the PS/PDI; only minor modifications are r
quired to switch between configurations. The cross-grat
implementation was chosen, allowing the two orthogo
shear measurements to be obtained in parallel. A 2mm pitch
grating was placed approximately 300mm from focus, yield-
ing about 30 fringes over the NA of the optic. This config
ration provides a shear of approximately 1/15 the NA.

The test optic is a 43-demagnification ring-field system
with a 26 mm image-side chord length22 and was character
ized at 35 field points spanning the field of view. The me
surement points were defined by an array of pinholes in
object plane and a corresponding array of gratings near
image plane. The individual points were interrogated
moving the entire interferometer under the stationary un
lator beam focused to a sub-10mm spot in the object plane

-

is

FIG. 2. Experimental configurations for both the PS/PDI and the LSI. O
minor modifications are required to switch from one configuration to
other. The LSI uses a single cross grating placed slightly out of the fo
plane, allowing the two orthogonal shear terms to be measured sim
neously.

FIG. 3. ~a! Representative LSI interferogram with the cross grating plac
approximately 300mm from focus and~b! its Fourier transform revealing
the isolated, orthogonal interference terms, along with the higher-o
terms. The dashed outlines indicate the approximate positions of
Fourier-domain filters used in the phase recovery process.
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Figure 3 shows a representative interferogram and
Fourier transform, revealing the isolated orthogonal interf
ence terms along with the higher-order terms. To extract
two orthogonal derivative wave fronts, the interferogram
analyzed twice using the Fourier transform method.19 The
analysis uses two orthogonally displaced Fourier-domain
ters. The approximate positions of the filters are indicated
the dashed outlines in Fig. 3~b!. The wave fronts recon
structed by the Fourier transform method are combined
recover the underlying test-beam wave front using the R
mer method.23 To avoid artifacts caused by the transitio
from the three-beam to two-beam interference areas,
wave front reconstruction is limited to the three-beam int
ference area~0 and61 orders!, leading to a slightly reduced
measurement NA. The NA of the measurements prese
here is 0.091 instead of the full 0.1. This limitation would
avoided by using the original single-sideband or dual-dom
methods described above.

Figure 4 shows the resulting wave fronts at the 35 m
sured field points. The rms wave front error, as measu
from a 37-term Zernike polynomial decomposition, is seen
vary from 0.79 to 1.38 nm across the field of view. The 1/
NA shear causes the spatial sampling of the reconstru
wave fronts to be limited to a full width of 30 pixels.23

The PS/PDI-measured wave fronts at these same
points ~over a larger NA! are presented elsewhere.15 For di-
rect comparison to LSI, Fig. 5 shows the PS/PDI data rea
lyzed over the same grid size (30330) and NA ~0.091! as
used for the LSI. Good qualitative agreement is evident.
though identical filtering was used in determining the co
stituent wave fronts, the PS/PDI data show more spatial
quency content; this is due to the averaging induced
three-beam interference effect~described above! present in

FIG. 4. Reconstructed wave fronts at each of the 35 measured field p
over a NA of 0.091. The rms wave front error magnitude, as measured
a 37-term Zernike polynomial decomposition, varies from 0.79 to 1.38
across the field.
J. Vac. Sci. Technol. B, Vol. 18, No. 6, Nov ÕDec 2000
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the digital-sideband method. This effect could be minimiz
by reducing the shear, or altogether eliminated by using
dual-domain or single-sideband methods.

The quantitative agreement between LSI and PS/PD
determined by performing a point-by-point subtraction of t
LSI and PS/PDI wave fronts at each field point and tak
the rms magnitude~as measured from a 37-term Zernik
polynomial decomposition! of the resulting difference wave
front as the agreement. Figure 6 shows the agreement
function of field point. The average agreement between
two measurements is 0.037 waves~0.49 nm orlEUV/27)

ts
m
FIG. 5. PS/PDI data from Ref. 15 reanalyzed over the same grid size
330) and NA~0.091! as used for the LSI measurements presented here.
rms wave front error magnitude is measured from a 37-term Zernike p
nomial decomposition.

FIG. 6. Plot of the rms agreement between separate LSI and PS/PDI
surements at each field point. The rms agreement is determined by re
lyzing the PS/PDI data in Ref. 15 over the same grid size and NA as u
for the LSI measurements presented here and performing a point-by-p
subtraction of the wave fronts at each field point. The rms magnitude
measured from a 37-term Zernike polynomial decomposition of the resul
difference wave front is taken as the agreement.
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with a standard deviation of 0.009 waves. We note that i
previous comparison, an agreement oflEUV/71 ~Ref. 13! had
been found. The discrepancy is most likely due to the f
that more averaging was performed in the earlier case; a
of 30 LSI measurements was averaged, whereas for the
presented here only 5 LSI measurements were average
each field point. Also, the NA in the earlier measurem
was approximately 10% smaller than the NA conside
here.

Although good agreement has been demonstrated betw
the EUV PS/PDI and the digital-sideband implementation
the EUV LSI, it is important to note that, due to the co
straints of our undulator beamline, this was accomplish
with coherent illumination. The primary benefit of the LS
however, is its ability to operate under broad-sou
illumination.3 Modification of our beamline to allow direc
comparisons between the PS/PDI and a broad-source im
mentation of the LSI is presently under investigation.
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